Dislodgment of catheter during arterial cannulation: a case report.
Invasive blood pressure monitoring is important in medical practice, especially for hemodynamic monitoring of the critically ill. Catheter dislodgment is a rarely reported complication. We herein report a catheter dislodgment complication during the procedure of arterial cannulation.